Design and evaluation of exhaled breath condensate sampler for assessment of exhaled biomarkers of oxidative stress

FirooziChahak A1; Zare Sakhvidi MJ1*; Mehrparvar AH2; Mostaghaci M2; Biabani Ardekani J3; Nik Nazar H1; Azad P1

1. Department of Occupational Health, Faculty of Health, Shahid Sadoughi University of Medical Sciences, Yazd, Iran
2. Department of Occupational Medicine and Industrial Diseases Research Center, Shahid Sadoughi University of Medical Sciences, Yazd, Iran
3. Food and Drug Laboratory, Shahid Sadoughi University of Medical Sciences, Yazd, Iran

Received: 24.08.2013 Accepted: 03.10.2013

Abstract

Background: The use of exhaled breath condensate (EBC) biomarkers to evaluate exposure and disease in recent years gained attention in toxicology and occupational medicine. However, use of standard sampling apparatus is missing element in this procedure.

Methods: Initial design of sampler was selected based on the water condensation system. The effect of sampler length, sampling time and temperature were studied in the condensate collection system. Samples from both smokers and non-smokers were acquired to determine the amount of malon di aldehyde in exhaled breath condensates. Samples were analyzed by high-performance liquid chromatography (HPLC).

Results: Based on observed results, cooling at zero degree centigrade was selected for optimum sampling. However, 5°C temperature also had slightly less sample recovery in comparison with 0°C. A 25 cm length condenser also had the highest sampling efficiency in comparison with other condenser lengths (15 and 40 cm). EBC Malon di aldehyde was measured by the constructed sampler in smokers and non-smokers. Smokers had higher amount of malon di aldehyde in their EBC (P<0.05).

Conclusions: In this study we designed, constructed and validated the simple and cost effective exhaled breath sampler for exhaled breath biomarkers study. Results indicated satisfactory repeatability and robustness. Smokers had higher level of EBC malon di aldehyde as a marker of lipid peroxidation.

Key words: Lipid Peroxidation, Exhaled Breath Sampling, Malon di aldehyde, Biomarker

* Corresponding author: Department of occupational health, Faculty of health, Shahid Sadoughi University of Medical Sciences, Yazd, Iran, Tel:+98 351- 6240696, E-mail: mjzs63@gmail.com